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full, and any subsequent partial inspec-
tion.

(b) Authorize HCFA or a HCFA agent
to conduct a validation inspection.

(c) Provide HCFA or a HCFA agent
with access to all facilities, equipment,
materials, records, and information
that HCFA or a HCFA agent deter-
mines have a bearing on whether the
laboratory is being operated in accord-
ance with the requirements of this
part, and permit HCFA or a HCFA
agent to copy material or require the
laboratory to submit material.

(d) If the laboratory possesses a valid
certificate of accreditation, authorize
HCFA or a HCFA agent to monitor the
correction of any deficiencies found
through the validation inspection.

§ 493.567 Refusal to cooperate with
validation inspection.

(a) Laboratory with a certificate of ac-
creditation. (1) A laboratory with a cer-
tificate of accreditation that refuses to
cooperate with a validation inspection
by failing to comply with the require-
ments in § 493.565—

(i) Is subject to full review by HCFA
or a HCFA agent, in accordance with
this part; and

(ii) May be subject to suspension,
revocation, or limitation of its certifi-
cate of accreditation under this part.

(2) A laboratory with a certificate of
accreditation is again deemed to meet
the condition-level requirements by
virtue of its accreditation when the fol-
lowing conditions exist:

(i) The laboratory withdraws any
prior refusal to authorize its accredita-
tion organization to release a copy of
the laboratory’s current accreditation
inspection, PT results, or notification
of any adverse actions resulting from
PT failure.

(ii) The laboratory withdraws any
prior refusal to allow a validation in-
spection.

(iii) HCFA finds that the laboratory
meets all the condition-level require-
ments.

(b) CLIA-exempt laboratory. If a CLIA-
exempt laboratory fails to comply with
the requirements specified in § 493.565,
HCFA notifies the State of the labora-
tory’s failure to meet the require-
ments.

§ 493.569 Consequences of a finding of
noncompliance as a result of a vali-
dation inspection.

(a) Laboratory with a certificate of ac-
creditation. If a validation inspection
results in a finding that the accredited
laboratory is out of compliance with
one or more condition-level require-
ments, the laboratory is subject to—

(1) The same requirements and sur-
vey and enforcement processes applied
to laboratories that are not accredited
and that are found out of compliance
following an inspection under this part;
and

(2) Full review by HCFA, in accord-
ance with this part; that is, the labora-
tory is subject to the principal and al-
ternative sanctions in § 493.1806.

(b) CLIA-exempt laboratory. If a vali-
dation inspection results in a finding
that a CLIA-exempt laboratory is out
of compliance with one or more condi-
tion-level requirements, HCFA directs
the State to take appropriate enforce-
ment action.

§ 493.571 Disclosure of accreditation,
State and HCFA validation inspec-
tion results.

(a) Accreditation organization inspec-
tion results. HCFA may disclose accred-
itation organization inspection results
to the public only if the results are re-
lated to an enforcement action taken
by the Secretary.

(b) State inspection results. Disclosure
of State inspection results is the re-
sponsibility of the approved State li-
censure program, in accordance with
State law.

(c) HCFA validation inspection results.
HCFA may disclose the results of all
validation inspections conducted by
HCFA or its agent.

§ 493.573 Continuing Federal oversight
of private nonprofit accreditation
organizations and approved State
licensure programs.

(a) Comparability review. In addition
to the initial review for determining
equivalency of specified organization
or State requirements to the com-
parable condition-level requirements,
HCFA reviews the equivalency of re-
quirements in the following cases:

(1) When HCFA promulgates new con-
dition-level requirements.
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